Information from Data File: 


Sample 12-501 ITEM 2.D 


File 

Operator 
Acquired 
Sample Name 
Misc Info 
Vial Number 
Instrument 


D:\RMP\12-501 ITEM 2.D 
RMP 

27 Mar 2012 12:58 

Proficiency Test 
12-501 ITEM 2 
4 

HP5975 


using AcqMethod LOWBOIL.M 


Search Libraries: 


C:\Database\LIBA.L 
C:\Database\LIBT.L 
C:\Database\NIST08.L 


Minimum Quality: 
Minimum Quality: 


Unknown Spectrum: Apex 

Integration Params: rteint.p (RTEINT used) 


Pk# RT 


Area% 


Library/ID 


Ref# 


CAS# Qual 













